[Determining the patency of the distal vascular bed and transplant during operations on the arteries].
The article describes the method of quantitative intraoperative assessment of patency of the distal vascular bed and the transplant based on the imitation of blood flow in the vascular bed located lower to the occlusion level. It can be fulfilled by introduction of the liquid under permanent pressure of 120 mm Hg and measurement of its volume per 1 min. The method was used in 85 patients.